Home HealthCare Telemonitoring System for “Medication Titration” in the Treatment of Heart Failure: Architecture for an Interoperable Solution

Giovanny Barbosa-Casanova, Juan C. Vanegas-Serna, Henry Andrade-Caicedo

Grupo de Dinámica Cardiovascular, Centro de Bioingeniería, Universidad Pontificia Bolivariana, Medellín, Colombia

Abstract — Heart failure is a common condition in which the heart is unable to keep up with its workload. Therefore, oxygen and nutrients are no longer able to reach the cardiac cells, which worsens the situation of the whole heart. Treating an HF patient is challenging due to the co-morbidities and the numerous medications associated with the treatment. Medical dosage through titration of ACE inhibitors (ACEIs), Angiotensin receptor blockers (ARBs), beta-blockers and other drugs is a recommended procedure to reduce morbidity and mortality in HF patients. However, the procedure is performed under medical supervision at the hospital, lasting from one to four weeks. We propose a telemonitoring system to help clinicians to follow the patient through the Medication Titration procedure at home. We used commercial medical devices, certified on international communication standards to assure interoperability. Independently of the producer or brand, they can operate properly in the designed architecture. So far, we are able to connect two medical devices, blood pressure meter and weight scale, to a data hub. Then the data is rerouted to the cloud, where information is stored in a database. We use a commercial application to visualize the data through a friendly graphical interface.

Keywords — Health Informatics, Heart Failure, Interoperability, Personal Health Device, Telemedicine.

SISTEMA DE TELEMONITOREO DE SALUD EN CASA PARA "TITULACIÓN DE MEDICAMENTOS" EN EL TRATAMIENTO DE LA INSUFICIENCIA CARDÍACA: ARQUITECTURA PARA UNA SOLUCIÓN INTEROPERABLE

Resumen —La insuficiencia cardíaca es una condición común en la que el corazón es incapaz de suministrar los volúmenes de sangre suficiente al organismo. Por lo tanto, el oxígeno y los nutrientes ya no son capaces de llegar a las células cardíacas, lo que empeora la situación de todo el corazón. Tratar a un paciente con IC es un desafío debido a las comorbididades y los numerosos medicamentos asociados con el tratamiento. Dosis médica a través de la titulación de los inhibidores de la ECA (IECA), bloqueadores de los receptores de la angiotensina (ARA), beta bloqueadores y otros fármacos son procedimientos recomendados para reducir la morbilidad y la mortalidad en los pacientes con IC. Sin embargo, el procedimiento se realiza bajo supervisión médica en el hospital, con una duración de una a cuatro semanas. Proponemos un sistema de telemonitoreo para ayudar a los médicos a seguir al paciente a través del proceso de titulación de medicamentos en casa. Utilizamos dispositivos médicos comerciales,
certificados con estándares internacionales de comunicación para asegurar la interoperabilidad. Independientemente del productor
o la marca, estos pueden funcionar correctamente en la arquitectura diseñada. Hasta el momento, somos capaces de conectar dos
dispositivos médicos, un medidor de presión arterial y una balanza, a un concentrador de datos. A continuación, los datos son
redirigidos a la nube, donde la información se almacena en una base de datos. Utilizamos una aplicación comercial para visualizar
los datos a través de una interfaz gráfica amigable.

**Palabras clave**—Informática de Salud, Insuficiencia Cardíaca, Interoperabilidad, Dispositivo de Salud Personal, Telemedicina.

## SISTEMA DE TELEMONITOREO DE SAÚDE EM CASA PARA "TITULAÇÃO DE MEDICAMENTOS" NO TRATAMENTO DA INSUFICIÊNCIA CARDIÁCA: ARQUITETURA PARA UMA SOLUÇÃO INTEROPERÁVEL

**Resumo**—A insuficiência cardíaca é uma condição comum na que o coração é incapaz de fornecer os volumes de sangue
suficiente ao organismo. Portanto, o oxigênio e os nutrientes já não são capazes de chegar às células cardíacas, o que piora a
situação de todo o coração. Tratar a um paciente com IC é um desafio devido às morbidades e os numerosos medicamentos
associados com o tratamento. Dose médica através da titulação dos inibidores da ECA (IECA), bloqueadores dos receptores
da angiotensina (ARA), beta bloqueadores y otros fármacos es un procedimiento recomendado para reducir a morbidez y a
mortalidad en pacientes con IC. No entanto, el procedimiento realiza-se baixo supervisión médica no hospital, con uma duração
de uma a quatro semanas. Propomos um sistema de telemonitoreo para ajudar aos médicos a seguir ao paciente através do processo
de titulação de medicamentos em casa. Utilizamos dispositivos médicos comerciais, certificados em padrões internacionais de
comunicação para assegurar a interoperabilidade. Independentemente do produtor ou a marca, eles podem funcionar corretamente
na arquitetura desenhada. Até o momento, somos capazes de ligar dois dispositivos médicos, um medidor de pressão arterial e uma
balança, a um concentrador de dados. A seguir, os dados são dirigidos à nuvem, onde a informação se aloja num banco de dados.
Utilizamos um aplicativo comercial para visualizar os dados através de uma interface gráfica amigável.

**Palavras-chave**—Informática de Saúde, Insuficiência Cardíaca, Interoperabilidade, Dispositivo de Saúde Pessoal, Telemedicina.

## I. INTRODUCTION

Heart failure (HF) is a condition in which the heart
is unable to pump enough blood to accomplish
the amount that the body needs [1]. According to
the information presented by the American Heart Association
(AHA), approximately 5.7 million of Americans have
got HF [2]. In the case of Colombia, according to the
Colombian Society of Cardiology and Cardiovascular
Surgery, in 2012, approximately 1.1 million Colombians
underwent this disease [3].

Due to the progressive nature of heart failure, its
treatment often consists in applying combinations of drugs
[1]. When a patient gets the hospital with symptoms that
reflect instability, such as fatigue, edema, swelling of feet
and ankles, shortness of breath, etc., usually, the common
procedure consists in a treatment that aims to stabilize the
patient by prescribing him a medication intravenously.
The patient has to stay at the hospital during the whole
process [4]. During the hospitalization period, the clinician
will adjust the medication dosage. It will progressively
increase until reaching the recommended dose, or up
to the maximum dose tolerated by the patient [5]. This
process can last from one to four weeks, depending
on the patient condition and the medication. Once the
clinician establishes de dose, the next step is to replace
the intravenous medication by oral pills. This procedure is
commonly known as “Medication Titration”.

The high morbidity and mortality that HF causes have
repercussions in the financial burden for health systems,
mainly due to readmissions [6]. Home telemonitoring is
presented as an alternative strategy, as it allows remote
monitoring of patient symptoms and signs [6-9]. In the
works of Raikhelkar and Raikhelkar [10] and Maric et
al. [11], different techniques have been used telemedicine
in cardiology studies. They have helped to reduce the
rate of hospital admissions, morbidity, and mortality.
These studies found that the main variables to follow are
body weight, blood pressure, and heart rate, with positive
results for its implementation. However, most of these
systems use proprietary communication protocols, limiting
the exchange of information to devices produced by the
same manufacturer or brand. Furthermore, the lack of
interoperability and standardization affects the integrity,
security transfer and access to the reports generated by
the system, preventing the successful implementation of
telemedicine services [12-14].

International organizations are proposing and
promoting the adoption of communication standards
to allow interoperability between different devices and
biomedical information systems used in health services.
Some examples are The Personal Connected Health Alliance (PCHA), which develops design guidelines based on the family of standards ISO / IEEE 11073, the Integrating the Healthcare Enterprise (IHE) Patient Care Device PCD-01 Transaction, and the Health Level Seven International (HL7) Personal Health Monitoring Report (PHMR). PCHA also certifies products that meet the standard. This is a form to guarantee the interoperability between biomedical devices and the information systems at the hospitals, regardless of the manufacturer or device brand [15].

This paper describes the development of a telemonitoring system designed for HF patients during the procedure named “Medication Titration”. The system utilizes an interoperable architecture that meets the international standards of communications described above.

II. MATERIALS AND METHODS

We designed the telemonitoring system based on the Continua Design Guidelines (CDG), published by PCHA, the architecture looks for interoperability of every element of the system, from the biomedical device, passing through the gateway, the database, to the server application. Hence, we reviewed and selected medical devices that satisfied the standards suggested by CDG.

A. Continua Design Guidelines Architecture

The CDG define interfaces that ensure interoperability in the exchange of health information between medical devices, gateways, and information systems [16].

In the first interface called “Personal Health Devices”, CDG proposes the use of the family of standards IEEE 11073. They define the data format and the exchange of information between medical devices and gateways. This family of standards fits in different communication protocols such as USB, Bluetooth, Bluetooth Low Energy (BLE), NFC, and ZigBee, which represents an advantage.

The Services Interface uses the IHE PCD-01 Transaction to exchange information between personal health gateways and medical or fitness services. This interface allows upload information, exchange messages, and authenticated persistent sessions, over a Wide Area Network (WAN). Also, the interoperability in this interface is achieved by constraining IHE specifications and HL7 standards.

The third and last interface defined by CDG is the Health Records Network (HRN), which uses HL7-based PMHR, for the electronic exchange of medical records. Transport of this reports is performed using IHE Cross-Enterprise Document Sharing (XDS), which allow sharing medical documents between Hospital and Health Care Providers over WAN.

B. Standards family IEEE 11073

This set of standards was developed by the IEEE in order to allow interoperability between personal-use medical devices. Within them, the IEEE 11073:20601 standard defines a common framework to create an abstract model of personal health data, available in a transfer syntax independent of the communication protocol, that allows establishing logical connections between systems and provides the necessary services to perform communications tasks [17].

This standard classifies the medical devices into two types: Agents and Managers. The Agents are sensors that acquire medical information and transmit it. The Managers are devices that receive information from one or more Agents. Also, in this standard is presented a system model composed of three main parts: the Domain Information Model (DIM), the Service Model and the Communication Model. These models allow representing, to define and to communicate data.

DIM describes the Agent’s data as a set of objects. Each object has one or more attributes. The attributes represent the measurement data that is transmitted to the Manager, as well as the elements that control the behavior and the state of the Agent.

The Service Model defines the conceptual mechanisms for the data exchange services. Besides, it provides the data access primitives that are transmitted between the Agent and the Manager. The message protocol used in this standard is defined in ASN.1.

The Communication Model supports the topology of one or more Agents that communicates with a Manager over a point-to-point connection. The system dynamic behavior, of each point-to-point connection, is defined by a state machine. Moreover, this model defines the entry, exit, and error conditions for each state. Also, in this model are included assumptions regarding the underlying communication layers’ behavior.

C. System Architecture

The System architecture suggested by CDG is a chain where the information is transmitted from one system to another, following a sequence where the data from basic medical devices can reach the server using the Internet. Its importance lies in the communication standards that use on each level, bringing down the communication incompatibilities of different manufacturers and software products. For this project, we integrate three systems:
medical devices, gateway, and web application. The system architecture is presented in Fig. 1.

For the communications between systems, we selected BLE and IHE Personal Care Device (PCD-01) for devices-gateway and gateway-server, respectively.

D. Devices

We searched devices that fit the communications protocol requirements for this project. We selected the A&D Blood Pressure UA-651BLE and the A&D Weight Scale UC352BLE, both with BLE communication. These devices follow the Bluetooth specifications for services and characteristics. They also can be used in a home environment and can be connected to an iPhone or Android mobile device.

The gateway system is a Health@home Linux Hub v2.0 from LNI. This system supports BLE transport and fulfills the CDG specifications for Bluetooth and USB communications with IEEE 11073 family standards. The data is translated internally to IHE PCD-01 (HL7 V2.6) for WAN transmission. To secure the information, it uses SAML authentication and HTTPS connection.

E. Connection tests

The first step was to ensure the devices were discovered by the gateway system. We used the gateway’s local web application to search and pair the devices with the gateway. The second step was to take measurements from both devices and check the logs files to validate that the values were transmitted and uncorrupted. In the same logs files, we check for the translation of the data to an HL7 message.

For the HTTPS transmission, we used the demonstration system Health@home InSight provided by LNI. On this web application, we were able to see the data upload in real-time and historic mode. To check the security of the information we used the tcpdump Linux command and the program Wireshark. First, we searched the package for the SAML authentication, validating the XML negotiation. Then, we search the packages were the data of the medical devices were transmitted, verifying each body of the message was encrypted.

F. Clinical protocol

This system is designed to follow-up patients with heart failure during the “Medication Titration” process. To determine the technical and clinical feasibility of the system, a protocol is being developed, together with the clinical staff of Cardiovascular Unit of Hospital San Vicente Fundación. This protocol will define the frequency in which biomedical devices acquire the data, criteria for assessing the patient’s condition, from data acquired, and duration of follow-up periods. The clinical team will check the platform daily and will give directions to the patient, in order to adjust the medication dosage.

III. Results

We implemented the system architecture proposed in Fig.1. The devices were tested in the laboratory, controlling the variables and the moments when measurements were taken. For the test, we used both UA-651BLE and UC-352BLE. Ten measurements were taken with both devices and forty values were obtained, ten correspond to weight measured with the UC-352BLE and the others thirty correspond to systolic pressure, diastolic pressure, and pulse rate, measured with the UA-651BLE. We used gateway's logs files to search for the values reported from the devices. We contrasted the values reported on the gateway were, in fact, those reported locally by the devices.
The values correspond exactly between the device report and the gateway log file. For the web page, we used, again, the gateway's log files, but this time searching for the HL7 message. When the message was reported, we check the Health@home InSight application to corroborate if the information arrived correctly. We could verify that the measurements data was right and correspond to the one reported both in the device as the gateway.

We followed the data packages with tcpdump and reviewed them with Wireshark to validate the secure connection and transmission of the data. When we tried to read the body of each message sent to the server, we were unable to decipher the data due to the TLS V1.2 secure layer of the communication, verifying the encryption of the data from end-to-end.

IV. DISCUSSION

The tests performed in the laboratory shows that the developed system is able to acquire information from the patient and transmit it securely and correctly to a server. Likewise, the variables acquired by this system along with the monitoring of fluid intake and diuresis, allow performed a follow-up of the condition of the patient with HF, during the Medication Titration process. Also, the interoperable architecture presented by this system allow its adaptation to different scenarios, as well as the addition of new devices, regardless of the manufacturer or brand. However, is necessary perform tests in a domiciliary environment to determine the viability and usability of the system in the monitoring of patients in this kind of environments.

V. CONCLUSION

This paper presents a remote telemonitoring system of physiological variables, designed for heart failure patients, during the procedure of medication titration, which consists of commercial devices that meet international standards of interoperability.

The architecture of the system presented in this paper is based on the standards contained in the CDG. The system consists of three parts: medical devices, gateway, and web application. The exchange of information between medical devices and the gateway was performed through BLE, while the exchange of information between the gateway and the web application was performed using IHE PCD-01. The main advantage of this system is that is totally interoperable, furthermore, it allows the easy integration of new devices, as long as they meet with the standards contained in the CDG. These characteristics show that the system is able for the monitoring and control of diseases different to heart failure.

The results of the tests performed, show that the system is to able of to acquire information from the patient, encrypting it and transmit it to a reference center, where it can be stored, displayed and analyzed.

ACKNOWLEDGMENT

The authors would like to thank to Professor Iván Mora, Engineer Mauricio Arístizábal, and students Aysha Villamizar and Camilo González for their help handling the devices, and the medical staff of Hospital San Vicente Fundación: Cardiovascular Unit, for the advice provided during the develop of this research.

REFERENCES


